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KINETIC ELECTRON TEMPERATURE MEASUREMENT 
TECHNIQUES FOR HELIUM 

By Victor E. Scherrer 
Electronics Research Center 

SUMMARY 

A systematic study of spectral methods for measuring the 
temperature of helium has been completed. Kinetic electron 
temperatures varying from 1.3eV to lOOeV were considered 
(lev = 1.16x104'K). 

To facilitate this study, an arc source, which generates 
temperatures throughout the range of interest, by varying the 
magnitude and frequency of current through the arc, was developed. 
A monochromator with a P.M. detector at the exit slit, was used 
to measure the gas temperature by various spectral techniques. 
Experimental measurements which illustrate these methods are 
presented. 

INTRODUCTION 

In many aerospace applications, a need exists for instruments 
and techniques to measure temperatures in the plasma region, for 
common gases such as hydrogen, helium, nitrogen, and air. Since 
these gases are partially ionized at temperatures above 1.3eV, 
spectral methods were chosen for this investigation. 

The spectra of ionized nitrogen and air are very complex, 
while spectra of H and He are simpler. Since the techniques cover 
an almost continuous range of temperatures. from 1.3eV to 100eV, 
helium was chosen f o r  this experimental study. The methods 
developed in the study of He will later be applied to more com- 
?lex gases such as nitrogen and air. 

A novel transient arc source, which permits a variation of 

Temperatures varying from 3x1OloK 
the helium electron temperature by varying the current throu h 
the arc, has been developed. 
to 5x10S0K have been measured. 

The transient arc source uses needle electrodes having a 
tip diameter of 100 microns, so that high current densities 
(lo6 - l o 7  amps/cm2) are obtained with relatively low total CUY- 
rents (100 - 1000 amps). 



TEMPERATURE MEASUREMENT TECHNIQUES 

800 

Helium was chosen as a test gas to investigate methods of 
measuring the electron temperature of various gases by spectral 
techniques. A literature search indicated that various tempera- 
ture measuring techniques have been extensively considered for 
helium, both theoretically and experimentally, for most of the 
temperature range extending from 1.3eV to lOOeV, From the work 
reported, four spectral techniques were chosen for a systematic! 
experimental study of this entire temperature region! using a 
single high temperature source. 

TEMPERATURE MEASWZEMENT - - 
OF HELIUM BY SPECTRAL - 

- TECHNIQUES - - - 

The spectral intensity ratios from which electron temperature: 
were deduced in this study are plotted in Figure 1 as a function 
of electron temperature. As indicated in Figure 1, spectral 
methods are available for most temperatures between 1,5xl04OK 
and 1.16x106'K. 

Figure 1.- Electron temperature measurement techniques 
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DESCRIPTION OF THE EXPERIMENT 

A schematic diagram of the experiment is shown in Figure 2, 
The plasma was formed when the helium gas between two needle 
shaped electrodes was resistively heated by the discharge of cur- 
rent from a pulsed power supply. This supply stored 10 joules of 
energy at 20 kv and discharged through the arc with a maximum 
frequency of 1 mHz. The current through the arc was monitored by 
a single turn, low inductance transformer, followed by a current 
integrator and oscilloscope. The current density in the arc was 
estimated from streak photographs of the luminous material in 
the arc (giving the area of the arc) and measurements of total 
current through the arc. 

SWITCH UII lllllllilllll 1111 
TRIGGER 

Figure 2.-  Schematic diagram 
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The hydrodynamic motion of the heated material was observed 
by a streak camera (time resolution = 20ns) using a pulsed back- 
lighting source and a shadowgraphic optical system, 

Spectral observations were made with a SPEX Model 1700 spec- 
trograph. The spectrograph had a two-slit exit aperture plate 
with an Amperex model XP-1023 P.M. detector mounted to view each 
exit slit. Signals from the two P.M. detectors were recorded on 
a Tektronix Model 555 dual-beam oscilloscope. The two exit slits 
were spaced 19 mm apart for simultaneous observations of the 
He1 (4921a) and the He1 (4713A) spectral lines e All other spectral 
lines were observed by using only one of the exit slits of the 
spectrograph, one P . M .  detector and one beam of the oscilloscope. 

A picture of the arc structure is shown in Figure 3. The 
transient arc occurred between two needle-shaped electrodes having 

Figure 3 , -  Picture of electrode structure 
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tip radii of 50 microns. For developing high temperatures, the 
sharp needles have two advantages over larger diameter electrodes: 
(1) the small radius of curvature results in high electrostatic 
fields (7x105V/cm) at the surface of the electrodes, and (2) the 
small diameter electrodes channel the current into a small dis- 

with a maximum current density estimated to be 

The SPEX Model 1700 spectrograph is basically a mono- 
chromatorp but is also capable of producing spectral records on 
Polaroid film. 
chromator wavelength setting. The dispersion is 11A/MM. The 
basic monochromator has been modified by adding an exit slit so 
that spectral line intensities may be recorded as a function of 
time for two wavelengths. The monochromator was calibrated to 
read spectral wavelength, by calibrations with various wavelength 
standards (i.e.r Hg, He, H, and Na). The optical sensitivity of 
the spectrograph, its external optical system, and the P . M .  
detectors, were measured with the aid of a tungsten ribbon lamp 
calibrated for black body temperature by the National Bureau of' 
Standards. The radiated intensity of the lamp at each calibra- 
tion wavelength was corrected for source emissivity (ref. 1). 
The resulting system response curves are shown in Figure 4 for 
the two detectors. 

It gives a 500a record centered on the mono- 

Figure 4,- Spectrometer response curve 
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EXPERIMENTAL RESULTS 

The objectives of these measurements were to: (1) develop 
spectral techniques for the measurement of the electron tempera- 
ture of helium over a wide range and (2) gain an understanding 
of the transient arc source so that it can better be used with 
other gases such as nitrogen and air for real time temperature 
measurements. The various spectral lines of interest were scan- 
ned by varying the monochromator wavelength setting and firing 
one discharge of the capacitor through the arc for each wave- 
length setting. The source was reproducible on a shot-to-shot 
basis. 

The electron temperature range, applicable for each spectral 
measurement technique, is shown in Figure 1. The source tempera- 
ture was adjusted to a desired temperature by changing the 
frequency and amplitude of current through the arc. To obtain 
profiles of the He1 5876A line (temperatures between 15,000°K 
and 30,000°K), a 30 ohm damping resistor was placed in series 
with the source. This resistor overdamped the electrical dis- 
charge. 
Figure 5. Line profiles are shown corresponding to 2 psec and 
6 psec after initiation of the discharge. The helium electron 
temperature deduced from the profile corresponding to 2 psec is 
30,OOO"K. 

The results of scanning the He1 58768 line are shown in 
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Figure 5.- Profiles of He1 5896w line 
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Similar profiles and temperature determinations were made 
for each instant of time during the discharge. After the line 
profile had been determined, as indicated in Figure 5, the tem- 
perature was determined from threeshots. The slit width and 
monochromator dial were set so that all of the light from the 
spectral line was measured on the first shot. Additional dis- 
charges were taken with the monochromator set 50A each side of 
the line. These two measurements were averaged to obtain the 
background continuum intensity. 

Most of the error in this temperature measurement technique 
was due to the slit width settings. Much greater accuracy would 
be obtained using three exit slits with three P.M. detectors, 
since the temperature would be obtained with a single discharge 
of the electrical system. 

The HeI(5876W) line can also be used with the HeII(4686A) 
line (ref. 2)  to measure electron temperatures between 40,0OO0K and 
70,OOO"K as indicated in Figure 1. 
line is shown in Figure 6. This profile was obtained by firing s, 

many discharges of the capacitor through the arc and plotting 

. 
The profile of the HeII(4686A) 
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Figure 6.- Profile of 4686A line 
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the measured intensities for a delay of 3 psec after the initia- 
tion of the discharge, A damping resistor was placed in series 
with the electrical discharge to overdam it. The HeII(4686A) 

peratures of 40,000'K - 70,0OO0K. It was also used for line-to- 
background continuum (ref, 2) to measure temperatures between 
70,000°K and 500,000°K as indicated in Figure 1, 

spectral line was used with the HeI(5876 H ) line to measure tem- 

Figure 7 shows an example of such a measurement, In this 
casep the temperature increased very rapidly during initial cur- 
rent flow to a temperature above 5xlO5OK. After 0.5 microsecond, 
the plasma source cooled to a temperature of about 5x1050Kf and 
after 3 microseconds it cooled to 7x10d°K, as indicated in 
Figure 7, This result illustrates the need for several tempera- 
ture measurement techniques to study transient plasmas, both for 
higher and lower temperatures. 

TRANSIENT ARC 
TEMPERATURE (OK)vsTIME(r s e d  
TEMPERATURE DETERMINED FROM 
4686 INTENSlTY RATIO 
IOOilCOMl 

s x d  

Figure 7.- Te vs time measured by He11 4686A/cont. 

LOWERLIMIT 
OF METHOD 

Profiles of the HeI(4921A) and HeI(47138,) lines are shown 
in Figure 8, These two spectral lines were used to measure tem- 
peratures between lOeV and 100eV (Fig. 1) the intensity ratio 
of the two spectral lines at 4921A and 471 e The profiles of 
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0.8 MICROSECOND AFTER INITIATION OF DISCHARGE 
RELATIVE SIGNAL vs WAVELENGTH IN ANGSTROMS 

ESTIMATED Te= 4.75X1O5OK 
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WAVELENGTH IN ANGSTROMS 

Figure 8.- Profiles of 4921w and 4713a lines 

these lines were obtained using a double exit slit arrangement on 
the spectrograph. By firing multiple discharges of the capacitor 
through the arc, the two line profiles shown, were obtained. 
Figure 8 indicates that a wide slit (50w) is necessary to monitor 
the total radiation from the 4713a line, while the 4921A line is 
narrower (30w). The principle error in measuring temperatures 
by the 4921a to 4713w line intensity ratio technique is the set- 
ting of the exit slit widths. 

Figure 9 shows the results of measurin the tem erature of 
helium in the transient arc, using the 4921 iI to 4713 ii line inten- 
sity ratio technique. The discharge circuit was undamped. Con- 
tinuous temperature measurements were obtained between lOeV and 
50eV for a time interval of 1.2 microseconds. 

The spectroscopic temperature measurement techniques shown 
in Figure 1, overlap in temperature between lOeV (116,000'K) and 
43eV (500,000°K). This permits a comparison of temperatures, 
measured by two different techniques, in this temperature region. 
Such a comparison is given in Table I. Comparisons are made for 
temperature measurement by two techniques: (1) Intensity ratio 
4921a to 4713a and (2) intensity ratio 4686a to lOOA continuum, 
The temperatures from separate shots are compared for 1.5 psec 
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TRANSIENT ARC 
TEMPERATURE (evlvs 
(lev = 1-16 X I @  O K )  

TEMPERATURE DETE 

INTENSITY RATIO 

Experimental 
Conditions 

I l l l l l l l l l l l l l l  
1 .5 LO 15 

TIME IN MICROSECONDS 

Figure 9.- Te vs time measured by :%- a ratio 

. Time After 
Initiation 
of Discharge 

TABLE 1.- COMPARISON OF TEMPERATURE MEASURED 
BY VARIOUS TECHNIQUES 

700 torr He 

Temperature 
Measurement 
Technique 

1.5 psec 
2.0 psec 

1.5 psec 
2.0 wec 

Intensity ratio 
of 4921f i  and 
4713a He Spectral 
Lines 

Intensity ratio 
of 4686A line to 
100% continuum 

Measured 
Temperature 

O K  
-~ 

163,000 
177,000 

195,000 
145,000 

and 2.0 psec after initiation of current flow. At 1.5 usec, the 
temperature measured by 4686a line-to-100a continuum is higher 
by 20 percent; at 2 psec, it is lower by 18 percent. Part of the 
difference in measured temperatures is due to non-reproducibility 
of the transient arc from shot-to-shot. The other important 
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error is that of setting exit slit widths and wavelength posi- 
tions. The width of a spectral line is determined by several 
factors. One of them, stark-broadening, depends upon the 
electron density. In these experiments no measurements of 
electron density were made, 

Using the measurement techniques described in this report, 
an accuracy of 50-100 percent is estimated. An improved tem- 
perature measuring instrument would be a 12-channel polychrometer 
from which the line profiles, electron density, and electron 
temperature could be determined as a function of time on a single 
shot with an estimated accuracy of 20 percent or better, 

CONCLUSIONS 

The systematic study of spectroscopic techniques for measuy- 
ing the temperature of helium in the range of 1.2eV to lOOeV 
indicates that with careful design an instrument having an 
accuracy of 20 percent can be constructed, In this study an 
accuracy of 50-100 .percent was obtained. 

A transient arc source with temperatures exceeding lOOeV was 
developed. As a future study, it would be profitable to measure 
the temperature and density of helium in the transient are source 
by the Thomson scattering of coherent light. 
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